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Introduction:Amainobstacle that impedes standardized clinical and research applications of arterial spin labeling
(ASL), is the substantial differences between the commercial implementations of ASL frommajorMRI vendors. In
this study, we compare a single identical 2D gradient-echo EPI pseudo-continuous ASL (PCASL) sequence imple-
mented on 3T scanners from three vendors (General Electric Healthcare, Philips Healthcare and Siemens
Healthcare) within the same center and with the same subjects.
Material andmethods: Fourteen healthy volunteers (50%male, age 26.4± 4.7 years)were scanned twice on each
scanner in an interleaved manner within 3 h. Because of differences in gradient and coil specifications, two
separate studies were performed with slightly different sequence parameters, with one scanner used across
both studies for comparison. Reproducibility was evaluated by means of quantitative cerebral blood flow (CBF)
agreement and inter-session variation, both on a region-of-interest (ROI) and voxel level. In addition, a qualita-

tive similarity comparison of the CBF maps was performed by three experienced neuro-radiologists.
Results: There were no CBF differences between vendors in study 1 (p N 0.1), but there were CBF differences
of 2–19% between vendors in study 2 (p b 0.001 in most gray matter ROIs) and 10–22% difference in CBF
values obtained with the same vendor between studies (p b 0.001 in most gray matter ROIs). The inter-vendor
inter-session variation was not significantly larger than the intra-vendor variation in all (p N 0.1) but one of the
ROIs (p b 0.001).
Conclusion: This study demonstrates the possibility to acquire comparable cerebral CBF maps on scanners of differ-
ent vendors. Small differences in sequence parameters can have a larger effect on the reproducibility of ASL than
hardware or software differences between vendors. These results suggest that researchers should strive to employ
identical labeling and readout strategies in multi-center ASL studies.
© 2015 Elsevier Inc. All rights reserved.
loodflow;DARTEL,diffeomorphicanatomicalregistrationanalysisusingexponentiatedliealgebra;EPI,echo-planar imaging;GM,
abel delay;PCASL, pseudo-continuousASL;ROI, regionof interest; SDΔCBF, standarddeviationof thepaired inter-sessionCBFdif-
V, within-subject coefficient of variation.
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Introduction

Through a number ofmethodological advances, arterial spin labeling
(ASL) perfusion MRI has reached a level that allows its application in
multiple clinical and research applications for the visualization and
quantification of cerebral blood flow (CBF) (Detre et al., 2012;
Williams et al., 1992). Since ASL is non-invasive and offers absolute
CBF quantification, it is an attractive tool compared to alternative perfu-
sionmodalities (Golay et al., 2004; Hendrikse et al., 2012). Furthermore,
quantitative ASL CBF maps are reproducible and comparable with per-
fusion measurements from the “gold standard” H2O15-PET (Heijtel
et al., 2014; Petersen et al., 2010; Xu et al., 2010). Implementations of
ASL are commercially available on all major MRI systems and the num-
ber of clinical applications is continuously growing. Measurements of
regional CBF promise clinical value in a variety of common neurological
disorders, such as cerebrovascular disease, epilepsy, neurodegeneration
and brain tumors, and ASL is recognized as a particularly valuable re-
search tool for cognitive and pharmacological neuroscience (Deibler
et al., 2008; Wang et al., 2011).

One obstacle that impedes standardized clinical and research
applications of ASL, is the substantial differences in the commercial
implementations of ASL from the major MRI vendors (Alsop et al.,
2015). A variety of possible labeling and readout strategies exists, and
each vendor has implemented a different combination of labeling and
readout strategies for their commercial ASL release (Alsop et al.,
2015). General Electric (GE) Healthcare offers pseudo-continuous ASL
(PCASL) with a segmented 3D spiral fast spin-echo (FSE) readout,
Philips Healthcare has PCASL paired with a single-shot 2D echo-planar
imaging (EPI) readout and Siemens Healthcare provides pulsed ASL
(PASL) combined with a segmented 3D gradient and spin-echo
(GRASE) readout (Aslan et al., 2010; Gunther et al., 2005; Ye et al.,
2000).

These labeling and readout differences between product sequences
produce qualitatively different perfusion-weighted images, which can
be visually appreciated on a single-subject level as shown in Fig. 1a
(Chen et al., 2011; Kilroy et al., 2014). On a group level, it is currently
not possible to compare CBF-values from a single region of interest
(ROI) in a multi-center study, mainly because of differences in readout
between sequences from different vendors (Mutsaerts et al., 2014;
Vidorreta et al., 2012). Global CBF-values, however, show quantitative
agreement between vendors (Mutsaerts et al., 2014). Furthermore,
the inter-vendor global CBF inter-session variation is comparable to
the intra-vendor global CBF variation (Chen et al., 2011; Mutsaerts
et al., 2014). These observations support the possibility of future
multi-center ASL research, if all vendors could implement an identical
ASL sequence.

The current study aims to assess multi-vendor ASL CBF variations
using a near-identical sequence across vendors, with the same labeling
0 20 40 60

GE Philips Siemens vend
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Fig. 1. a) Perfusion-weightedmaps froma single subject scannedwith product sequences fromG
(PASL with a 3D GRASE readout). Sequence parameters included PLD= 1525ms, 4 time point
(Siemens). Because of differences in voxel size, these maps were linearly registered, re-sliced
scanned with the sequence used in the current study (parameters shown in Tables 1 and 2). A
of 60 mL/100 g/min.
and readout approach. PCASL was selected as a labeling strategy, be-
cause of its wide compatibility with all platforms and superior labeling
efficiency for single time-point CBF measurements (Alsop et al., 2015;
Chen et al., 2011; Dai et al., 2008). Amulti-slice single-shot 2D EPI read-
out was selected because of its availability on all systems and as it has
been used in the majority of previous ASL studies (Alsop et al., 2015).
Because of differences in gradient and RF coil specifications between
two vendor systems available for our study, two 2D echo-planar imag-
ing (EPI) PCASL sequences were used with slightly different labeling
and readout parameters. These will be referred to as study 1 and 2.
For one vendor system, both variants of our sequence could be imple-
mented, enabling an additional intra-vendor comparison of these
slightly different sequences.

Materials and methods

MRI scanners

Three 3 TMRI scannerswere used in this single-centermulti-vendor
comparison: GE Signa HDxt (2006, 60 cmbore opening, General Electric
Healthcare, Milwaukee, WI, US), Philips Achieva (2007, 60 cm bore
opening, Philips Healthcare, Best, The Netherlands) and Siemens Skyra
(2011, 70 cm bore opening, Siemens Healthcare, Erlangen, Germany).
None of the vendors were involved in designing or conducting this
study, none had access to the data, and none were involved in data
analysis or preparation of this manuscript. Because the main purpose
of the studywas to compare the inter- and intra-vendor reproducibility,
without addressing the performance of each vendor system explicitly,
vendor and coil names were anonymized by pseudo-randomly
reordering the vendor names into vendor A, B and C. Vendor A was in-
cluded in both studies because its gradient and RF coil specifications
allowed sequence implementation identical to both vendor B and C.
The scanners of vendor A and B were equipped with 8-channel head
coils, whereas the scanner of vendor C was equipped with a 20-channel
head-neck coil. Vendor A and C were separated by a five-minute walk,
whereas vendor B was located at 20 minutes traveling distance by public
transport from the location of the two other scanners.

Study design

Both the local regional ethics committee and the local University
Hospital internal ethical review board approved the study and all sub-
jects provided written informed consent. In addition to standard MRI
exclusion criteria, subjects with history of brain or psychiatric disease
or use of medication— except for oral contraceptives—were excluded.
To minimize physiological perfusion fluctuation, physical exercise and
consumption of alcohol or recreational drugs was prohibited for 24 h
prior to scanning, except for caffeine or nicotine, which were restricted
80 120100

or A vendor B vendor A vendor C

mL/100g/min

STUDY 1 STUDY 2

E (PCASLwith a 3D spiral FSE readout), Philips (PCASLwith a 2D EPI readout) and Siemens
s, true axial (GE), PLD= 1525 ms (Philips) and TI = 2300 ms, TI1 = 80ms, 4 time points
and skull-stripped. b) Raw perfusion-weighted maps from a single representative subject
ll perfusion weighted maps were scaled to have a mean gray matter cerebral blood flow



Table 1
Identical labeling and readout parameters.

Labeling approach Balanced waveform PCASL

Labeling pulse shape Hanning
Mean labeling gradient 0.6 mT/m
Max labeling gradient 6 mT/m
Labeling flip angle 25°
Labeling duration 1771 ms
Initial post-label delay 1800 ms
Labeling position Fixed, 9 cm below ACPC
Readout approach Single shot EPI
Slices 20
Slice thickness 6 mm
Matrix size 64 × 64
Field of view 224 × 224 mm
Fat suppression SPIR
Parallel imaging Off
B1-filtering Off
Partial Fourier Off
Background suppression Off
Vascular suppression Off
Label-control pairs 70

ACPC= anterior–posterior commissure; EPI= echo-planar imaging; PCASL= pseudo-
continuous arterial spin labeling; SPIR = spectral presaturation by inversion recovery.
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for 6 h before the scanning sessions (Golay, 2009). In both studies, each
participant was scanned twice on two different scanners (i.e. four MRI
examinations per participant per study) within 3 h, to limit the effect
of physiological perfusion fluctuations (Fig. 2). Order effects were
avoided by randomly starting with either vendor A or B (study 1) or
with either vendor A or C (study 2). Foam padding inside the head
coil was used to restrict head motion during scanning. Subjects were
awake and had their eyes closed during all ASL scans. In all sessions,
PCASL acquisitions were performed 10 min after the positioning of the
subject in the scanner to allow perfusion to stabilize.

Acquisition

Each scan session included a balanced PCASL sequencewith a single-
shot gradient-echo EPI readout and a 1 mm isotropic 3D T1-weighted
structural scan for segmentation and registration purposes. Detailed
similarities and differences between the PCASL protocols are summa-
rized in Tables 1 and 2. The field-of-view was positioned parallel to
the anterior–posterior commissure (ACPC) line. Due to restrictions im-
posed by two of the MR systems the labeling plane was fixed parallel
to the stack of imaging slices.

Post-processing: quantification

Matlab 7.12.0 (MathWorks, MA, USA) and Statistical Parametric
Mapping 8 (SPM8,Wellcome Trust Center for Neuroimaging, University
College London, UK) were used for post-processing and statistical
analyses. Motion parameters were estimated to test whether the net
displacement vector — the root mean square of three translations and
three rotations — differed between sessions, vendors or studies
(Wilcoxon Rank-Sum test). To avoid confounding effects from motion
correction due to possible signal-to-noise ratio (SNR) differences be-
tween vendors or coils, no motion correction was applied. The first
five control and label pairs were discarded to avoid any non-steady
state effects in the MRI signal. The remaining control (Mcontrol) and
label (Mlabel) images were pair-wise subtracted and averaged. The aver-
age control image was used to derive M0, by assuming a fixed single T1
of tissue (equal to T1GM described below). These perfusion-weighted
images were quantified into CBF maps using a single compartment
model (Alsop et al., 2015):

CBF mL=100g=min½ � ¼
6000λ Mcontrol−Mlabelð Þ ePLD=T1a 1−e

−TR
T1GM

� �

2α T1a Mcontrol 1−e
−τ
T1a

� � ð1Þ

where λ is the brain–blood partition coefficient (0.9 mL/g), PLD is the
post-label delay of each slice (Table 2); T1a is the longitudinal relaxation
time of arterial blood (1650ms),α is the labeling efficiency (85%) and τ
is the label duration (Table 2) (Aslan et al., 2010; Herscovitch and

Raichle, 1985; Lu et al., 2004).1 � eð�TR=T1GMÞ corrects for the incomplete
signal recovery of the control images; TR is the repetition time (Table 2)
and T1GM is the longitudinal relaxation time of gray matter (GM)
m
m
m

mean  2:10 h ± 0:12
min     1:54 h
max    2:30 h

vendor A 
session 1

mean  2:09 h ± 0:09
min     1:47 h
max    2:22 h

a) study 1 (n=11) b

vendor A 
session 2

vendor B 
session 1

vendor B 
session 2

Fig. 2. Study design and inter-session time differences between vendors of both studies (large
this study: intra-vendor vendor A (red), intra-vendor vendor B (green), intra-vendor vendor C
vendor A is not indicated by an arrow.
(1240 ms). The same quantification parameters were used for GM and
white matter (WM).
Post-processing: spatial normalization

A single 3D T1-weighted anatomical scan for each subject (n = 14)
was segmented into GM andWM tissue probability maps. To avoid reg-
istration effects from differences in the T1-weighted reference images,
the T1-weighted images from a single vendor (vendor A) were used.
All CBF maps were transformed into anatomical space by a rigid-body
registration of the average control image to the skull-stripped T1-
weighted scan. To spatially normalize both anatomical differences
between subjects and residual EPI geometric distortion differences be-
tween vendors, a three-stage normalization strategy was applied,
based on DARTEL (Diffeomorphic Anatomical Registration analysis
using Exponentiated Lie algebra) (Ashburner, 2007). First, a T1-based
DARTEL template was created using the GM and WM probability
maps from the T1-weighted scans. The resulting DARTEL flow fields
were applied to the average control images of all vendors, removing an-
atomical differences between subjects. Afterwards, the normalized
mean EPI control images were segmented into GM andWM probability
maps from which vendor-specific EPI-based DARTEL templates were
created. The resulting flow fields were applied to the mean control
images, removing residual geometric differences between subjects
(Petr et al., 2014). Finally, the vendor-specific EPI-based DARTEL
templates were warped to the T1-based DARTEL template, removing
geometric distortion differences between vendors. All transformations
were applied to the corresponding CBF maps.
mean 1:31 h ± 0:20 
min    1:01 h
max   2:16 h

ean 1:37 h ± 0:18
in    1:08 h
ax   2:16 h

) study 2 (n=14)

vendor A 
session 1

vendor A 
session 2

vendor  C
session 1

vendor  C 
session 2

transparent arrows). The small filled arrows correspond to the comparisons performed in
(blue), inter-vendor comparison (black). Note that the comparison between studies for



Table 2
Different labeling and readout parameters.

Study 1 Study 2

Vendor A Vendor B Vendor A Vendor C

Inter-pulse time 1.24 ms 1.24 ms 1.15 ms 1.15 ms
Shimming labeling plane Yes No Yes Yes
TE 28 ms 28 ms 21 ms 21 ms
TR 4800 ms 4800 ms 4700 ms 4700 ms
Slice readout time 60.9 ms 61.5 ms 50.2 ms 52 ms
PLD range 1771–2928 ms 1771–2940 ms 1771–2725 ms 1771–2760 ms
Total scan duration 11:12 min 11:12 min 10:58 min 10:58 min

PLD = post-label delay; TE = echo time; TR = readout time.
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Data analysis

Reproducibility was evaluated by means of quantitative CBF agree-
ment and inter-session variation, testing whether the mean CBF is
equal for different vendors and whether the inter-vendor inter-session
variation is equal to the intra-vendor variation. These hypotheses were
tested quantitatively on both a region of interest (ROI) and on a voxel
level. In addition, a qualitative similarity comparison of the major
features of the CBF maps was performed by three neuro-radiologists.

All intra-vendor reproducibility analyses were based on a compari-
son of session 1 with session 2 within each vendor (n = 11 and n =
14 for study 1 (vendor A andB) and 2 (vendor A andC) respectively, col-
ored arrows in Fig. 2). All inter-vendor reproducibility analyses were
based on pooled comparisons of both thefirst sessions between vendors
and the second sessions between vendors (n=22 and n=28 for study
1 and 2 respectively, black arrows in Fig. 2). To compare both studies,
the results from vendor A will be used because of its participation in
both studies (first 11 subjects only). All reproducibility analyses were
based on the mean CBF of the compared sessions and on the standard
deviation of the paired inter-session CBF difference (SDΔCBF). The
within-subject coefficient of variation (wsCV) — a normalized parame-
ter of inter-session variation—was defined as the ratio of SDΔCBF to the
mean CBF of both compared sessions (Bland and Altman, 1999):

wsCV ¼ 100%
SDΔCBF

mean CBF
: ð2Þ

Data analysis: ROI definition

Subject-specific total cerebral GM and deep cerebral WM masks
were obtained by thresholding GM and WM probability maps at 80%
and 99% tissue probabilities respectively. WM masks were threefold
eroded to avoid GM contamination (Mutsaerts et al., 2013). ROIs of an-
terior, middle and posterior flow territories (supplied by the anterior,
middle and posterior cerebral artery respectively) were created from
standard vascular territory templates (Tatu et al., 1998) and ROIs
associated with age-related dementia (anterior and posterior cingulate,
precuneus) were created from the Wake Forest University Pick-atlas
(http://fmri.wfubmc.edu/cms/software). All standard ROIs were
masked with the subject-specific GM masks. Since almost all distribu-
tions deviated from normal — according to the Shapiro–Wilk test —
the median was used to summarize CBF within a ROI.

Data analysis: voxel-based comparison

To assess reproducibility differences spatially, CBF- andwsCV-values
were computed for each voxel. In order to visualize howmuch larger or
smaller the inter-vendor SDΔCBF was than the intra-vendor SDΔCBF, a
voxel-wise variation ratio map was created according to the following
equation (Asllani et al., 2008):

100%
SDΔCBF inter‐vendor
SDΔCBF intra‐vendor

: ð3Þ

This mapwas created for each study, including the two inter- and the
two intra-vendor inter-session comparisons (black and colored arrows
respectively in Fig. 2). If the inter-vendor covariance is equal to the
intra-vendor covariance, we expect a mean variation ratio of 100%. Indi-
vidual GM CBF histograms (80 bins, range −10–110 mL/100 g/min)
were averaged to generate a group-level histogram. GM wsCV (80 bins,
range 0–100%) and ratio (80 bins, range 20–180%) histograms were
generated.

Both on an ROI and on a voxel level, mean CBF differences between
vendors were tested for significance using a paired two-tailed Student's
t-test. The Levene's testwas used to testwhether the inter-vendor inter-
session SDΔCBF was significantly different from the intra-vendor inter-
session SDΔCBF.

Data analysis: qualitative similarity index

In order to compare the inter- and intra-vendor reliability qualita-
tively, inter- and intra-vendor head-to-head CBF maps were rated for
their similarity by three neuroradiologists (FBP, SF and JH) with at
least five years of experience with ASL. The following comparisons
were included: intra-vendor comparisons (colored arrows Fig. 2) for
vendor A and B (study 1, n = 2 ∗ 11) and vendor A and C (study 2,
n = 2 ∗ 14) as well as inter-vendor comparisons (black arrows Fig. 2)
for vendor A vs. B sessions 1 and 2 (n = 2 ∗ 11) and vendor A vs. C
sessions 1 and 2 (n = 2 ∗ 14), adding up to 100 comparisons in total.
The 100 comparisons were pseudo-randomized and only the skull-
stripped, spatially normalized cerebrum was included, to avoid any
recognizable vendor-specific geometric distortion or susceptibility
artifacts. The spatially normalized CBFmaps were divided into 20 slices
and rescaled slice-wise, such that the mean GM CBF of each slice was
equal for the compared sessions. All comparisons were converted into
color-scaled DICOM images containing the two compared sessions per
image, horizontally side by side.

After giving a first general impression for the total GM, the raters
provided an ordinal score from 1 to 5 for the anterior, middle and
posterior flow territories and for the deep GM consecutively, based on
similarity of morphology and intensity. Similarity scores were defined
as 1) poor, 2) fair, 3) moderate, 4) good and 5) excellent. Krippendorff's
alpha was used to quantify the inter-rater agreement. The mean rating
of all three neuroradiologists was used for analysis. Intra- and inter-
vendor similarity scale histograms (5 bins, range 1–5) were generated
for the abovementioned ROIs. A two-sample t-test was used to test
whether the inter-vendor similarity was lower than the intra-vendor
similarity. Significance was thresholded at p = 0.05 in all analyses.

http://fmri.wfubmc.edu/cms/software
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Results

Subjects

Fourteen healthy volunteers (50% male, mean age 26.4 ± 4.7 (SD)
years) were included, of which 11 (5 men, mean age 25.2 ± 4.5 years)
were included in study 1 and all 14 subjects were included in study 2.

Motion

The mean motion was not normally distributed for all vendors and
sessions. Meanmotion did not differ between vendors, sessions or stud-
ies (p N 0.1 for all comparisons).

Session timing

The intra-vendor inter-session time intervals did not differ between
vendors in study 1 (p=0.6, paired t-test) or study 2 (p=0.3), butwere
31 min longer for vendor A study 1 than for vendor A study 2 (p b 0.01,
Fig. 2). The ASL scans of study 1 (18 h50±2h00)were performed 2 h20
later on each day (p b 0.01) than those of study 2 (16 h30 ± 3 h20).
Study 1 was performed 2.7 weeks after study 2 (p b 0.01).

Region-based comparison

Both the ROI-based median CBF-values (Table 3) and paired inter-
session differences (summarized by wsCV in Table 4) were normally
distributed. For all ROIs the mean CBF did not differ significantly be-
tween vendor A and B in study 1 (p N 0.1). The mean regional CBF of
vendor A was 2–19% higher (p b 0.001 in most GM ROIs) than the
mean regional CBF of vendor C in study 2, with the largest differences
in the posteriorflow territory and in the posterior cingulate gyrus. In ad-
dition, CBF values of vendor A in study 1 (vendor A and B) were 10–22%
lower (p b 0.001 in most GM ROIs) than those of the same vendor in
study 2 (vendor A and C). Except for the posterior cingulate cortex in
study 1 (p b 0.001), there were no differences between the intra- and
inter-vendor SDΔCBF for study 1 (p N 0.1) or for study 2 (p N 0.2)
(Table 4). However, the SDΔCBF of vendor A was 1.5–2 times as large
for the sequence in study 1 as compared to the sequence in study 2,
which was significant for the anterior (p = 0.04) and posterior flow
territory (p = 0.04) and precuneus (p = 0.03).

Voxel-based comparison

The CBF maps of a single representative subject show that visually
the cortical and subcortical GM–WM differentiation was more
Table 3
Cerebral blood flow.

Study 1

Vendor A Vendor B %Δ

Whole brain regions
Total gray matter 48.9 (9.8) 49.6 (14.4) 1.4
Total white matter 14.3 (3.1) 13.0 (3.7) 10.1
GM–WM ratio 3.5 (0.7) 3.9 (1.0) 11.8

Flow territories
Anterior 50.3 (10.2) 50.2 (14.9) 0.2
Middle 49.8 (9.6) 51.5 (14.3) 3.5
Posterior 44.5 (12.2) 42.7 (15.6) 4.2

Dementia regions
Anterior cingulate cortex 48.9 (12.7) 52.0 (15.4) 6.3
Posterior cingulate cortex 46.8 (14.7) 44.4 (19.3) 5.3
Precuneus 51.6 (12.6) 49.0 (17.0) 5.2

Cerebral blood flow (CBF) (SD), shown inmL/100 g/min. %Δ represents the percentual difference b
the last column. CI = confidence interval. *p b 0.05, †p b 0.001.
comparable between vendors with the near-identical sequences
(Fig. 1b) than with product sequences (Fig. 1a). The group mean CBF
maps and CBF histograms (Fig. 3) of vendor A and B (study 1) appeared
very similar visually. There was only a slight difference in the inferior
part of the cerebellum and in the orbito-frontal lobe and a small second
peak in the lower range of the histogram of vendor B. However, the
mean CBFmaps of vendor A and C (study 2) showed significant intensi-
ty differences, most notably in the posterior flow territory and in the
cerebellum. The histograms of vendors A and C have an identical ap-
pearance, except for a shift of the peak location for vendor A to higher
CBF as compared to vendor C. Interestingly, the largest difference was
observed when the results of the same vendor (A) were compared be-
tween the sequences of study 1 and 2 (Fig. 5a). The mean CBF and CBF
distributions on histogramswere lower andwider in study 1 compared
to study 2 and for most voxels on the parametric maps the CBF-values
were larger for study 2 than for study 1.

In both studies, the wsCV maps and histograms (Fig. 4) appeared
similar between vendors, with only slightly larger variation for vendor
A compared to vendor B (study 1) throughout the brain and for vendor
C compared to vendor A (study 2) in the posterior flow territory.
Areas of largest variation were the deep GM, posterior flow territory
(including the cerebellum) and the orbito-frontal cortex. The inter-
vendor wsCV maps showed the same spatial distribution as the intra-
vendor maps, but the overall wsCV was somewhat higher. Likewise,
the inter- and intra-vendor wsCV histograms appeared similar, but the
inter-vendor wsCV distribution was shifted towards higher values. In-
terestingly, the wsCV histograms of vendor A in study 1 were higher
andwider than thehistogramsof the same vendor in study 2. The values
on the wsCV maps of vendor A study 2 visually appeared lower and
more homogeneous compared to vendor A study 1, which was shown
to be significant in the majority of the voxels (Fig. 5b).

The inter- to intra-vendor variation ratio (Fig. 6) was heteroge-
neously distributed and ranged from 75–125% in the majority of voxels.
Based on the histograms, the mean ratio was slightly higher than 100%
and the distribution was approximately Gaussian, with slightly more
voxels having a higher inter- than intra-vendor SDΔCBF. There were a
few voxels with significantly higher inter- than intra-vendor SDΔCBF,
which were mainly situated in the posterior flow territory for vendor
A vs. B and spread throughout the brain for vendor A vs. C.
Similarity scale

The inter-rater agreement of the visual similarity scale was moder-
ate (Krippendorff's α = 0.44–0.57) in most ROIs, but only fair in the
deep GM (α = 0.28). There was no substantial inter-rater agreement
Study 2 Study 1 vs. 2

Vendor A Vendor C %Δ %Δ Vendor A

57.1 (7.6) 53.8 (6.7) †6.0 15.5†
15.9 (3.3) 15.1 (2.9) 4.8 10.2
3.7 (0.6) 3.7 (0.8) 0.9 5.7

58.6 (8.2) 54.8 (7.5) †6.6 15.2†
58.0 (7.8) 55.9 (6.5) 3.7 15.4†
52.8 (8.2) 44.7 (8.4) †16.7 17.0†

57.5 (8.3) 56.6 (7.7) 1.6 16.2*
58.4 (11.5) 48.0 (12.4) †19.4 22.0†
59.7 (9.6) 52.1 (9.3) †13.7 14.6*

etween vendors within study 1 or 2 and between studies for the same vendor (vendor A) in



Table 4
Inter-session within-subject coefficient of variation.

Study 1 Study 2 Study 1 vs. 2

Vendor A Vendor B Inter-vendor Ratio Vendor A Vendor C Inter-vendor Ratio Ratio vendor A

Total gray matter 15.9 (7.6) 15.4 (10.4) 20.5 (6.4) 1.3 9.1 (4.9) 8.2 (4.3) 11.3 (3.4) 1.3 1.8

Flow territories
Anterior 18.4 (8.3) 14.6 (10.6) 21.9 (6.7) 1.3 10.2 (5.4) 9.9 (4.9) 11.6 (3.6) 1.2 1.8*
Middle 13.8 (7.3) 15.3 (10.4) 18.5 (6.2) 1.3 8.1 (4.9) 8.1 (4.2) 11.2 (3.3) 1.4 1.7
Posterior 23.4 (9.7) 22.3 (11.5) 32.4 (7.7) 1.4 13.1 (5.5) 16.6 (5.8) 17.3 (4.3) 1.2 1.8*

Dementia regions
Anterior cingulate cortex 24.1 (10.4) 11.4 (10.7) 25.5 (7.5) 1.4 12.1 (5.6) 10.3 (5.1) 11.9 (3.6) 1.1 2.0
Posterior cingulate cortex 32 (12.4) 19.7 (13.7) 46.1 (10.2) †1.8 21.2 (8.5) 30.8 (9.5) 22 (6.0) 0.8 1.5
Precuneus 23.9 (10.5) 17.7 (12.2) 29.4 (8.2) 1.4 12.4 (6.4) 17.9 (6.7) 14.4 (4.6) 1.0 1.9*

Within-subject coefficient of variation (wsCV) (confidence intervals), shown in percentages (%). Ratio represents the inter-/intra-vendor SDΔCBF-ratio.
The study 1/study 2 SDΔCBF-ratio for vendor A is shown in the last column. CI = confidence interval. *p b 0.05, †p b 0.001.
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difference between the intra-vendor (Krippendorff's α = 0.27–0.48)
and inter-vendor (α = 0.26–0.62) comparisons.

For both the intra- and inter-vendor similarity, the average rate
ranged from fair to good, and was ‘moderate’ in most ROIs (Fig. 7). In
study 1, the inter-vendor similarity (2.7 ± 0.2) was on average
10.8 ± 2.3% lower than the intra-vendor similarity (3.0 ± 0.2). In
study 2, the inter-vendor similarity (3.4 ± 0.3) was on average 8.8 ±
4.8% lower than the intra-vendor similarity (3.8 ± 0.2), which was sig-
nificant for the total GM, posterior flow territory and deepGM.Whereas
the similarity scale histograms of the total GM, anterior andmiddle flow
transveral coronal sa
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Fig. 3. a–b, d–e) Mean cerebral blood flow (CBF) maps; c, f) voxel-wise significant CBF differe
matter (GM) probability maps (p b 0.05 unc.); g) GM CBF histograms.
territories had similar means, the deep GM histogram was somewhat
lower and the posterior flow territory histograms had the lowest
mean. All histograms of study 2 had a smaller distribution and higher
mean than the histograms of study 1 (p b 0.01).

Discussion

Using near-identical PCASL sequences, we were able to acquire sim-
ilar CBF images on 3 T systems from the three major MRI vendors. The
main results of this study are threefold. First, there were no significant
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CBF differences between vendors A and B (study 1), but there was a
significant difference between vendors A and C (study 2) as well as a
significant difference in CBF obtained with the sequence of study 1 ver-
sus the sequence of study 2within the same vendor (vendor A). Second,
the inter-vendor inter-session variation was larger than the intra-
vendor variation, although this did not reach significance in most ROIs
or voxels. Finally, for the qualitative expert ratings, the inter-vendor
similarity was 9–11% lower than the intra-vendor similarity, but the
inter-vendor similarity was still ‘moderate’. These results indicate that
it may be possible to pool multi-vendor ASL results obtained with
study 2 > stu
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Fig. 5. Binary parametric maps projected onmean graymatter (GM) probability maps: a) voxel
for which themean CBF of study 1 was significantly larger than themean CBF of study 2. b) Vox
ence (SDΔCBF) (p b 0.05).
near-identical sequences, but also that minor residual sequence differ-
ences can have a large effect on the reliability of ASL.

The general appearance of the CBF and wsCV-maps obtained from
the current work is in agreement with what can be expected from
PCASL with a 2D gradient-echo EPI readout: excellent GM–WM con-
trast, heterogeneously appearing GM CBF and wsCV with vascular CBF
peaks and lower CBF and higher wsCV in regions sensitive to suscepti-
bility induced artifacts such as the orbito-frontal and inferior temporal
cortices (Gevers et al., 2011;Mutsaerts et al., 2014). The visual similarity
of these CBF- andwsCV-maps is substantially higher than that shown in
dy 1

al sagittal

study 2 > study 1dy 1

-wise significant CBF differences between studies 1 and 2 (p b 0.05). There were no voxels
el-wise significant differences in standard deviation of the paired inter-session CBF differ-
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previous multi-vendor ASL comparisons, in particular one in which a
different readout (2D EPI vs. 3D spiral) was employed (Mutsaerts
et al., 2014). The largest difference between vendors in that study was
the difference in spatial blurring between the readouts and reconstruc-
tion as used by both vendors, which was reflected in the GM–WM CBF
contrast. Whereas the GM–WMCBF ratio differed by a factor 2 between
2D and 3D readouts, this ratiowas very consistent in the present results,
ranging from 3.5–3.9 for all vendors (Kilroy et al., 2014;Mutsaerts et al.,
2014; Vidorreta et al., 2012). This indicates that if a similar readout and
reconstruction is used, ASL results are comparable between vendors, de-
spite residual hardware differences such as differences in gradient or
coil specifications. Since differences in spatial correlation can seriously
affect the ability of ASL to detect regional CBF differences, these results
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Fig. 7. Qualitative similarity scale histograms, 5 indicating excellent similarity and 1 indicating
sessions on different vendors (black lines) with visual similarity between two sessions on the s
percentual difference between inter-vendor and mean intra-vendor similarity (* p b 0.05).
provide a strong argument for the importance of using the same ASL
readout in multi-center studies.

To our surprise the mean and inter-session variation of CBF differed
more for the same vendor across the two studies than between different
vendors within the same study, both in the quantitative and qualitative
analysis. These results strongly suggest that even minor sequence
changes can result in a significant effect on the mean and inter-session
variation of CBF. Moreover, this indicates that small differences in se-
quence parameters have a larger effect on the reproducibility of ASL
than hardware or software differences between vendors, even when
the same labeling and readout strategies are used. Future multi-center
perfusion studies should therefore not only focus on keeping ASL se-
quenceparameters as equal as possible between centers, but alsowithin
 territory
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d) posterior flow territory

similarity scale

intra-vendor A (n=11)
intra-vendor B (n=11)

e) deep gray matter

4 5 1 2 3 4 5 1 2 3 4 5

similarity scale

intra-vendor A (n=14)
intra-vendor C (n=14)
inter-vendor     (n=28)

inter-vendor     (n=22)

µintra= 2.7
µinter= 2.4
%Δ = 11%

µintra= 3.0
µinter= 2.7
%Δ = 8%

µintra= 3.5
µinter= 2.9
%Δ = 16%*

µintra= 3.7
µinter= 3.3
%Δ = 10%*

poor similarity. These histograms enable the comparison of visual similarity between two
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a center (i.e. no software updates or upgrades resulting in small se-
quence changes).

The main difference between the sequences in both studies, was the
inter-pulse time of the labeling RF train. The shorter interval between
the labeling pulses in study 2 makes PCASL less sensitive to off-
resonance degradation of the label. As no phase correction was
employed, the labeling efficiency is expected to be higher in the second
study (Dai et al., 2008). This can explain the higher CBF estimates found
in study 2 (vendors A and C) compared to study 1 (vendors A and B).
One alternative explanation for the mean CBF difference between stud-
ies could be the different slice readout times, leading to amean effective
PLD that is 100ms longer for study 1 than for study 2. A longer PLD leads
tomore T1 decay, lower SNR and proportionallymore spins in the tissue
compartment than blood compartment - hence proportionally more
faster decay with the T1 of tissue. Furthermore, the shorter effective
PLD in study 2 compared to study 1 could have led to a higher propor-
tion of vascular spins in study 2. These PLD effects lead to an arrival
time dependent relative CBF underestimation for study 1 compared to
study 2, which is in agreement with our results. However, the contribu-
tion of these PLD effects can be expected to be small, since the effective
PLD in these studies was relatively long for young healthy subjects
(Alsop et al., 2015;Wang et al., 2003). The larger T2* decay with longer
TE in study 1 reduces SNR for both the ΔM and M0 (control) image
which can partly explain its larger variation compared to study 2, both
in the wsCV-maps as well as in the qualitative similarity rating. To
what extent the slightly different labeling and readout parameters
have contributed to the differences in mean and variation of CBF cannot
be differentiated conclusively with these data.

Despite the variation differences between the studies, the inter- to
intra-vendor inter-session variation ratio was very similar. The histo-
gram showed only slightly more voxels where inter-vendor inter-
session variation was larger than intra-vendor variation in study 1
(vendors A and B) compared to study 2 (vendors A and C). Again,
these voxels seemed to bemainly found in the posterior region and cer-
ebellum. This suggests that the abovementioned additional sources of
variability for study 1 — such as lower labeling efficiency, larger T2*
decay and larger PLD for study 1— have a relatively similar contribution
to both the intra- and inter-vendor variability.

Whereas we observed very good agreement between the mean CBF
values of vendor A and vendor B in study 1, there was a significant
whole brain CBF difference between vendor A and vendor C in study
2. The largest apparent difference between the vendors in study 2 is
the different receiver coils (8 versus 20 channels); contrary to study 1
where both vendors had identical 8-channel head coils. Although
differences in coil sensitivity profiles are not expected to affect the CBF
quantification because of the division by M0, there may be an effect of
SNR differences between coils upon the inter-session variability or
CBF quantification within regions of low SNR. A post-hoc quality
assurance analysis (head phantom scanned with an IEC 2D spin echo
sequence, data not shown) showed that the SNR of the scanners of ven-
dor B and C were 71% and 155% relative to vendor A (International
Electrotechnical Commission (IEC), 2014; Murphy et al., 1993). Howev-
er, the inter-session variation of vendor Cwas only lower than vendor A
in the anterior orbito-frontal region and not in other areas of the brain.
Perhaps, physiological variability already dominatedmost regions of the
brain and additional SNR only helped in regions with lowest sensitivity,
such as areas prone to susceptibility induced artifacts. Additional expla-
nations for the CBF disagreement could include differences in gradient
specifications, B1 field inhomogeneity or shimming of the labeling
plane. The fact that the CBF disagreement between vendors A and C
(study 2) was largest in the posterior flow territory can perhaps be ex-
plained by differences in labeling efficiency in the vertebral arteries.
This could be attributed to differences in shimming of the labeling
plane, non-identical head positions due to the different head-coil
designs and to the fact that vertebral arteries are more tortuous than
carotid arteries, increasing the possibility for a less perpendicular
intersection of the vertebral arteries by the labeling plane (Aslan et al.,
2010). This could also explain the higher wsCV and lower qualitative
similarity rates in the posterior flow territory.

It should be acknowledged that the main strength of this study is at
the same time also its main weakness. The study design was optimized
for an optimal similarity of pulse sequences between vendorswithin the
same study, and not for optimal ASL SNR across all three scanners. This
included the disabling of imaging enhancement features such as back-
ground suppression, parallel acceleration, partial Fourier and geometric
distortion filters. These features were disabled to narrow down possible
origins of inter-vendor variability, to achieve amore valid basis for com-
parison. Although the SNR penalty by disabling the image enhancement
features were counterbalanced by longer scanning as well as scanning
healthy young volunteers, the results of the current study are expected
to deviate fromnormal clinical or research practice. These enhancement
features may reduce the intra-scanner variability because of increased
SNR, but may increase the inter-vendor variability because they are
implementations that may vary between vendors (Vidorreta et al.,
2012). It remains unknown to what extent these features can affect
the multi-center reproducibility of ASL. Therefore, it is important to ac-
knowledge that the results of this study do not in any way reflect the
performance of the commercially available PCASL product sequences,
since these differ significantly from the sequences that were employed
in this study. This was the main reason to keep the vendor names
anonymous.

Another limitation of the current study is the use of 2D sequences,
whereas 3D sequences have recently been proposed as the recom-
mended standard (Alsop et al., 2015). The practical reason for choos-
ing a 2D readout was that the implementation and reconstruction of
identical 3D sequences on all vendors was not deemed feasible at the
initiation of this study. When similar implementations of 3D se-
quences would be available on all vendors, both the intra- and
inter-vendor variability could be expected to be lower because of
the relatively higher SNR of 3D readouts. Especially because of the
optimal performance of background suppression for 3D readouts,
which greatly improves the reproducibility of ASL (Alsop et al.,
2015; Vidorreta et al., 2012). However, it remains unclear whether
spatial correlation and blurring differences are smaller or larger be-
tween different 3D readouts than between 2D and 3D readouts
(Vidorreta et al., 2012).

Finally, we regret that because of logistic reasons and time con-
strains we were unable to implement the exact same sequence on
all three vendor systems. At the time of study-design, we hypothe-
sized that the differences between the two types of implemented
sequences were of little significance and that by including the two
versions on vendor A a proper comparison could be performed be-
tween all three vendors. However, the results of this study showed,
interestingly, that these minor sequence differences led to detect-
able changes in perfusion measurements. Nevertheless, we antici-
pate that the evaluated sequences could serve as a benchmark to
compare other, more optimal, sequences between scanners from
different vendors.
Conclusion

Using near-identical ASL sequences, this multi-vendor study
demonstrates the possibility to acquire comparable cerebral CBF
maps on scanners from different vendors. Small differences in se-
quence parameters can have a larger effect on the reproducibility
of ASL than hardware or software differences between vendors.
These results stress the importance of using identical labeling and
readout strategies when perfusion maps frommultiple MRI scanners
are pooled. Future efforts towards harmonization of pulse sequence
approaches between vendors should pave the way for multi-center
clinical perfusion studies.
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