Title
Tinnitus suppression by low-rate electric stimulation and its electrophysiological mechanisms

Permalink
https://escholarship.org/uc/item/4xc994c7

Journal
Hearing Research, 277(1-2)

ISSN
0378-5955

Authors
Zeng, FG
Tang, Q
Dimitrijevic, A
et al.

Publication Date
2011-07-01

DOI
10.1016/j.heares.2011.03.010

License
CC BY 4.0

Peer reviewed
Tinnitus Suppression by Low-Rate Electric Stimulation and Its Electrophysiological Mechanisms

Fan-Gang Zeng\textsuperscript{a}, Qing Tang\textsuperscript{a}, Andrew Dimitrijevic\textsuperscript{b}, Arnold Starr\textsuperscript{b}, Jannine Larky\textsuperscript{c}, and Nikolas H. Blevins\textsuperscript{c}

\textsuperscript{a}Department of Otolaryngology – Head and Neck Surgery, University of California, Irvine, CA, USA
\textsuperscript{b}Department of Neurology, University of California, Irvine, CA, USA
\textsuperscript{c}Department of Otolaryngology – Head and Neck Surgery, Stanford University, Stanford, CA, USA

Abstract

Tinnitus is a phantom sensation of sound in the absence of external stimulation. However, external stimulation, particularly electric stimulation via a cochlear implant, has been shown to suppress tinnitus. Different from traditional methods of delivering speech sounds or high-rate (>2,000 Hz) stimulation, the present study found a unique unilaterally-deafened cochlear implant subject whose tinnitus was completely suppressed by a low-rate (<100 Hz) stimulus, delivered at a level softer than tinnitus to the apical part of the cochlea. Taking advantage of this novel finding, the present study compared both event-related and spontaneous cortical activities in the same subject between the tinnitus-present and tinnitus-suppressed states. Compared with the results obtained in the tinnitus-present state, the low-rate stimulus reduced cortical N100 potentials while increasing the spontaneous alpha power in the auditory cortex. These results are consistent with previous neurophysiological studies employing subjects with and without tinnitus and shed light on both tinnitus mechanism and treatment.

Keywords

Tinnitus; Electric stimulation; Cochlear Implant; Loudness; Cortical potentials; N100; Alpha rhythm

1. Introduction

Tinnitus is a phantom sensation of sound that affects 10–15% of the general population and may cause many audiological, cognitive and neurological issues ranging from hearing and attention deficits to depression and even suicide (e.g., Henry et al., 2005; Lockwood et al., 2002). Despite intensive research into therapeutic options, including surgery,
pharmacotherapy, and stimulation with lasers and magnetic fields, there is no FDA-approved treatment for tinnitus at present.

Although significant progress has been made to the elucidation of tinnitus mechanisms over the past 15 years, much remains to be learned. Historically, tinnitus had been thought to reside solely within the ear itself. As an extreme example, van Gogh actually cut his ear off given the mistaken notion that this may rid him of his debilitating tinnitus. Recent animal and human imaging studies have linked tinnitus to abnormal, usually hyper-excitable brain activities that are likely caused by absent or disordered auditory signals, and can be modulated by the limbic system (e.g., Kaltenbach et al., 2005; Rauschecker et al., 2010; Roberts et al., 2010). Such diffuse central disorders have been very difficult to document objectively and non-invasively. Earlier work examined the association of tinnitus with an onset, auditory cortical negative component, N100 (e.g., Attias et al., 1993; Jacobson et al., 2003; Kadner et al., 2002), while recent work focused on quantitative changes of auditory state-state responses (ASSR) and spontaneous brain activities in the resting state (e.g., Diesch et al., 2010; Weisz et al., 2005).

Clinically, sound therapy has been used to either mask or desensitize tinnitus (Jastreboff, 2007), which, when combined with counseling, can be effective in tinnitus management (Jastreboff, 1990). As a unique form of sound therapy, electric stimulation with galvanic direct-current was used to treat tinnitus at least 120 years ago (Althaus, 1886). Modern electric stimulation via a cochlear implant can suppress tinnitus, presumably as a secondary effect of treating deafness (e.g., Miyamoto et al., 1997). In particular, high-rate (>2,000 Hz) electric stimulation has been shown to restore pseudo spontaneous neural activity and to suppress tinnitus (Rubinstein et al., 2003). Encouraged by these findings, cochlear implantation has now been used to specifically treat patients with unilateral tinnitus and deafness (Kleinjung et al., 2009; Van de Heyning et al., 2008). At present, only the standard program optimized for speech recognition is used in tinnitus management via cochlear implants. Given the opposite goal between speech recognition and tinnitus suppression, with the former restoring sound and the latter restoring silence, it is possible that using cochlear implants to recognize speech and suppress tinnitus requires different stimulation patterns and parameters.

We present our findings in a unique, unilaterally-deafened subject who received a cochlear implant solely for the purpose of tinnitus control. This individual experiences total subjective tinnitus suppression only in response to low-rate electrical stimulation. In addition, we recorded and compared within-subject cortical potentials recorded during low-rate and high-rate stimulation. The objective electrophysiological measures showed that low-rate stimulation abated the abnormal cortical activities in this subject, and were consistent with the subjective report of total tinnitus suppression.

2. Methods

2.1. Subject

A 46-year-old male audio engineer and musician presented with a 1.5-year history of debilitating tinnitus following an idiopathic profound sudden sensorineural hearing loss in the right ear. His symptoms were refractory to habituation therapy and maximal medical treatment, including high doses of benzodiazepines, antidepressants, and other hypnotics. Despite the fact that he had normal hearing in his left ear, he was offered cochlear implantation in his right ear with the hope of controlling his tinnitus with electrical stimulation. Implantation was considered for this unconventional indication given the profound impact of his symptoms and lack of other options. The patient underwent implantation with a Clarion HiRes 90K™ device from Advanced Bionics Corporation...
Valencia, CA), and used his device regularly. He reported some auditory benefit, although his tinnitus persisted despite the implementation of a variety of conventional stimulation strategies.

His pure tone thresholds in the left ear were normal (<20 dB HL) at all octave frequencies from 250 to 8,000 Hz except for a mild loss of 35 dB HL at 4,000 Hz. Post-surgically, his thresholds in the deafened right ear were at 100 dB HL or higher. Otoacoustic emission and auditory brainstem responses were normal in the left ear but totally absent in the right ear. The subject showed no sign of hyperacusis, as his loudness growth in response to either acoustic stimulation in the left ear or electric stimulation in the right ear was typical and covered the normal dynamic range. Sentence recognition scores in quiet were 100% for the left ear, 0% for the right ear without the cochlear implant, and 70% with the cochlear implant.

The patient described his tinnitus as a constant high pitched screech, subjectively rated as 4 to 6 on a 0–10 scale, with 10 being maximum imaginable loudness. Superimposed on this, the patient experienced episodic “spikes” of intolerable noise rated as 10/10. He was able to match his tinnitus in his deaf right ear to a pure tone of 4,000–8,000 Hz and 70–80 dB SPL in his normal left ear.

2.2. Psychophysical method

The methods of electric stimulation and experimental procedures used have been described elsewhere (Tang et al., 2006). Briefly, electric stimuli were generated and controlled by a research interface, the BionicEar Data Collection System software (BEDCS v1.17.208, 2006, Advanced Bionics Corporation, Valencia, CA). The stimuli were charge-balanced, biphasic pulses and delivered to the subject at various loudness levels using monopolar mode (one electrode located in the cochlea and the other located extracochlear, deep to the temporalis muscle). Stimulus rate ranged from 10 to 5,000 Hz and stimulus duration was 360 seconds. Before the onset of the stimulus, the subject reported his tinnitus baseline level on a loudness scale from 0 to 10, with 0 being inaudible and 10 uncomfortably loud. At the onset of the stimulus and every 30 seconds afterwards, the subject reported the loudness rating of both his tinnitus and the stimulus. To examine after effects of electric stimulation, the subject continued to report the loudness rating of his tinnitus for another 60–360 seconds after the stimulus was turned off.

2.3. Neurophysiological method

Auditory cortical potentials were recorded in the same subject during either an experimental condition in which electric stimulation produced total tinnitus suppression (Electrodes 1 and 0 at a rate of 80 Hz) or a control condition in which electric stimulation produced no suppression (Electrodes 1 and 0 with a rate of 200 Hz). A 64-channel Neuroscan SynAmps recording system (Compumedics Neuroscan, Charlotte, NC) was used, in which only 62 channels yielded valid measurements because the implant was directly below electrodes CP7 and P8. All electrode impedances were kept below 10 kΩ. Lateral and vertical eye movements were monitored using two bipolar electrodes above and below the right eye and two bipolar electrodes on the left and right outer canthi for defining the electro-oculogram. Signals were digitized at 1000 Hz, amplified, and band-pass filtered between 0.05 and 200 Hz. Independent component analysis (ICA) was used to remove electric stimulation and eye movement artifacts. Electric stimulation artifacts were identified based on the frequency spectra of the independent components that were maximal at the stimulation rate, namely, 80 or 200 Hz. Typically, the top 5 independent components were contributed by the artifacts and needed to be removed to reconstruct the actual cortical potentials.
The present auditory stimulation and recording parameters were chosen to minimize neural events arising from subcortical (i.e., brainstem) sources while emphasizing neural events from cortical sources. For example, 200 stimulus repetitions were used because the signal to noise ratio of cortical responses is considerably greater than that of brainstem responses, with the latter typically requiring a few 1000 repetitions. In addition, the present low filter cutoff frequency and digitization rate should attenuate brainstem responses, which occur at much shorter latencies and higher frequencies compared to cortical responses.

Three types of cortical responses were measured and compared between the tinnitus-present and tinnitus-suppressed states. First, cortical responses (N100) to abrupt frequency changes from an ongoing 4,000 Hz tone to a 6,000 Hz tone (returning to the 4,000 Hz baseline after 100 ms) were examined while the subject passively watched a closed captioned movie (Dimitrijevic et al., 2008). The frequency change stimulus was repeated 200 times and presented at 80 dB SPL to the subject’s left (unimplanted) ear using Etymotic -2A insert earphones.

Second, stimulus-aligned epochs were extracted using a −1 to 1s window relative to onset of the frequency change stimulus. Time-frequency decompositions were performed using five-cycle Morlet wavelet (Maris et al., 2007). Percent change from the pre-stimulus baseline oscillatory power was calculated as a function of frequency and deemed to deviate from the baseline significantly if p<0.05 using a bootstrap procedure (Delorme et al., 2004).

Third, spontaneous cortical activities were compared between tinnitus-present and tinnitus-suppressed conditions. The pre-stimulus baseline was used to measure spontaneous EEG activity and consisted of 200, one-second segments of EEG prior to the acoustic frequency change stimulus. Differences in the spontaneous oscillatory power between tinnitus-present and tinnitus-suppressed states were assessed across scalp topographies using a non-parametric t-test cluster analysis (Maris and Oostenveld, 2007). A minimum of two electrodes constituted one cluster and differences of p<0.025 were considered significant. The reference distribution was created by means of a Monte Carlo method with 500 random samples.

3. Results

3.1. Psychophysical results

Initial search focused on high-rate (>2,000 Hz) stimuli with different electrode configurations and stimulation patterns, but yielded no success. Frequently the subject reported total adaption to the high-rate stimulation but no effect on his tinnitus (Figure 1D).

After numerous unsuccessful sessions with high-rate stimulation, the subject reported a surprising result when a 100-Hz low-rate stimulus was presented at a comfortable level to the subject’s most apical intra-cochlear electrode (Figure 1A). During the first 150 seconds of this low-rate stimulus, nothing happened as the subject perceived both the stimulus and his tinnitus. Surprisingly at the 180-second mark, the subject, for the first time in two years, could not hear any of the high-pitched tinnitus. All he heard was a calming, pleasant tone produced by the low-rate stimulus. The subject described this brief period as a high-level of continued relief.

However, immediately after terminating the low-rate electric stimulus, the subject heard an unpleasant “rebound” in tinnitus that was louder than the baseline and took 100 seconds to recover (Figure 1A). Two stimulus manipulations were devised to avoid this undesirable rebound. The first manipulation was to present the low-rate stimulus at a softer level, which also produced total tinnitus suppression albeit requiring an additional 30 seconds to do so.
Tinnitus was continuously suppressed during low-rate stimulation and returned to the pre-stimulation baseline but without any rebound when the stimulus was turned off. The second effective manipulation was to introduce a gradual offset ramp in the low-rate electric stimulus waveform (60–180 seconds, data not shown).

In contrast to total suppression using the most apical electrode, the same low-rate stimulation applied to the most basal electrode produced neither stimulus adaptation nor tinnitus suppression (Figure 1C). Subsequent parametric studies revealed that tinnitus suppression depended on a relatively narrow range of stimulation rate between 20 and 100 Hz, stimulation place for the 4 most apical electrodes, and stimulation level between 1 and 6 loud. Subthreshold electric stimulation was attempted but did not produce any tinnitus suppression.

### 3.2. Neurophysiological results

Taking advantage of the above psychophysical results, cortical responses to a frequency change in a continuous tone were recorded between a 200-Hz electric stimulus that produced no tinnitus suppression (solid trace in Figure 2) and an 80-Hz stimulus that produced total suppression (grey trace). Compared with N100 under the condition when tinnitus was present (−3.9 mV in magnitude and 106 ms in latency), N100 was reduced and delayed (−3.2 mV and 110 ms) when tinnitus was suppressed.

Time-frequency representations of the cortical responses to the frequency change stimulus were contrasted between the tinnitus-present state (left panels in Figure 3) and tinnitus-suppressed state (right panels). At the frontal-center electrode FCz (top panels), the frequency change stimulus elicited significant alpha desynchronization (7–9 Hz over 100–500 ms post-stimulus period, top-left panel) when tinnitus was present, but no such desynchronization when tinnitus was suppressed (top-right panel). At the contralateral temporal electrode CP5 (bottom panels), there was no significant alpha desynchronization when tinnitus was present (bottom-left panel) but significant alpha desynchronization when tinnitus was suppressed (bottom-right panel). The increased N100 and P200 potentials with tinnitus perception (Figure 2) are likely related to reduced post-stimulus alpha power in the frontal-center region.

Figure 4 directly compares alpha power (7–9 Hz) with and without tinnitus suppression. The time course of raw alpha power changes is shown for electrodes FCz and CP5. The topography of the pre-stimulus alpha power ratio between tinnitus suppressed and tinnitus present states shows that tinnitus suppression is associated with increased activity at temporal sites contralateral to the cochlear implant. This pre-stimulus baseline activity can be considered a measure of differences in spontaneous cortical activity between the tinnitus-present and tinnitus-suppressed states.

### 4. Discussion

Taking advantage of the novel finding that low-rate electric stimulation abolished tinnitus, the present study was able to directly compare cortical activities in the same subject between his tinnitus-present and tinnitus-suppressed conditions. This within-subject design departed from a between-subjects design involving individuals with and without tinnitus in most previous neurophysiological studies (e.g., Attias et al., 1993; Kadner et al., 2002; Osaki et al., 2005; Weisz et al., 2005), but produced similar findings. The present results shed light on both tinnitus mechanism and management.
4.1. What is the neural basis of tinnitus?

Differences in ongoing brain oscillations have been quantified across tinnitus and control groups, showing that tinnitus is associated with increases in delta (1–4 Hz) and gamma (>50 Hz) activities, but decreases in alpha (8–12 Hz) activity (Weisz et al., 2007). Alpha oscillation is not simply an idling rhythm; its reduction may reflect thalamocortical reorganization in response to sensory injury and can reset the cortical activity phase to influence the event-related potentials (e.g., Hanslmayr et al., 2007; Linas et al., 1999). The present results are consistent with previous findings of spontaneous alpha reduction in tinnitus subjects and support the notion that decreased alpha power represents a hyperexcitable cortical state during tinnitus (Weisz et al., 2007). When the stimulus frequency was inside the “tinnitus zone” as in this case (4000 Hz), greater than normal N100 was observed (Kadner et al., 2002). The present study clearly demonstrated in the same subject that, when the subjective tinnitus was abolished by the low-rate electric stimulation, normal cortical state was restored as reflected by reduced N100 and increased alpha power.

4.2. How can low-rate electric stimulation abolish tinnitus?

Tinnitus most likely reflects cortical changes in response to sensory deprivation. Although several cortical changes from tonotopic reorganization to increased spontaneous activity have been related to tinnitus, the neural basis has not been unequivocally confirmed (e.g., Eggermont et al., 2004; Roberts et al., 2006). In patients with cochlear implants, electric stimulation of otherwise silent nerve terminals (Kiang et al., 1972) may restore partially normal central activation patterns (Gilley et al., 2008). The patterned electric stimulation is sufficient for speech perception but may not be strong enough to interfere complicated pathological changes associated with tinnitus. High-rate stimulation can restore spontaneous activity at the peripheral level (Rubinstein et al., 1999), but is not effective in inducing robust central activity (Middlebrooks, 2008). In contrast, low rate stimulation below 100 Hz can induce robust, strong, and highly-synchronized thalamocortical activities (Lu et al., 2001; Snyder et al., 2000). Perhaps this strong stimulus-induced central activity is needed to interfere or suppress the tinnitus-induced abnormal central activity. The finding that this low-rate stimulus suppresses tinnitus through an apical but not a basal intra-cochlear electrode suggests an additional cochlear-place-sensitive mechanism. This place mechanism might be related to restoration of lateral inhibition from the stimulus-induced low-frequency region to the tinnitus-located high-frequency region at either the brainstem level or the cortical level or both (e.g., Don et al., 1978; Gerken, 1996; Kadner et al., 2002).

Note also that the present low-rate suppression differs from the masking traditionally used in treating tinnitus (Hazell et al., 1981; Vernon, 2000). First, the suppressor can be softer than the tinnitus whereas an effective masker has to be louder to cover the tinnitus. Second, the pitch of the suppressor is much lower than the tinnitus whereas the pitch of the masker needs to be close to the tinnitus. Third, the low-rate suppression does not produce any residual inhibition on tinnitus, which is sometimes observed in masking (e.g., Roberts et al., 2006). Finally, the suppression takes time (up to several minutes, see Figure 1) to develop whereas the masking, if effective, is usually instantaneous.

4.3. How should tinnitus be treated with electric stimulation?

At present, tinnitus treatment with cochlear implants is poorly understood and underdeveloped. Traditionally, improvement in tinnitus is considered to be more or less a side effect of treating deafness (e.g., Ito, 1997; Pan et al., 2009). There is now a trend, including the present study, towards using cochlear implants to specifically treat tinnitus in unilaterally deafened subjects who still have normal or significant residual contralateral hearing (Kleinjung et al., 2009; Van de Heyning et al., 2008). In the majority of these cases, electrical stimulation is still delivered via standard signal processing whose main function is
to restore speech intelligibility, rather than silence tinnitus. The present pro-speech signal processing approach has certainly worked for some of the tinnitus sufferers, but clearly does not work for all. To provide relief to the present tinnitus subject, a custom research interface was made to produce the low-rate stimulation since the manufacturer’s speech processor can only generate high-rate stimulation. To achieve maximal efficacy and convenience, it would be ideal to have the same signal processing that is optimized for both speech recognition and tinnitus suppression. In reality, this goal would be difficult to achieve because of the seemingly conflicting goal of these two interventions. As a minimum, a customized means to deliver both low- and high-rate individualized stimulation, would benefit tinnitus management in the present cochlear implant recipients.

5. Conclusions

The present study reported a novel method to treat tinnitus in a unilaterally-deafened subject: A low-rate (20–100 Hz) and a low-level (softer than the tinnitus) electric stimulus delivered by an apical intra-cochlear electrode totally abolished his tinnitus. By directly comparing evoked and spontaneous cortical activities between the tinnitus-present and tinnitus-suppressed states in the same subject, the present study demonstrates that the effective tinnitus suppressor restored normal brain activities in terms of decreasing the event-related N100 cortical potential in the frontal-center region and increasing the spontaneous alpha rhythm power in the temporal region. The present findings suggest that these neurophysiological responses be used as an objective measure of tinnitus and the efficacy of customized stimulation in tinnitus treatment.

Acknowledgments

We thank the subject for his spirited and cooperative participation in the present study. This work was first reported at the 2007 Midwinter Meeting of The Association for Research in Otolaryngology in Denver, CO and supported in part by a grant from the American Tinnitus Association.

References


Figure 1.
Tinnitus response to electric stimulation. Perceived loudness (y-axis) of tinnitus (circles) and electric stimulus (dashed lines) as a function of time in four experimental conditions. The top trace shows the time course of the 360-second stimulus. (A) Tinnitus response to a 100-Hz, 100 µA, bi-phasic (107.8 µSecond/phase) pulse train, presented at a comfortable loudness level and delivered to the most apical electrode in the cochlea and a remote reference electrode, denoted as E(1,0). (B) Tinnitus response to the same stimulus as in (A), except for presenting at a softer loudness level. (C) Tinnitus response to the same stimulus as in (A), except for stimulating the most basal electrode E(16,0). (D) Tinnitus response to a
5,000-Hz, 150 µA, bi-phasic (32.3 µSecond/phase) pulse train delivered to the most apical electrode E(1,0).
Figure 2.
Cortical potentials recorded at electrode FCz in response to a 50% increase in frequency in a 4000 Hz continuous tone. Cortical potentials were compared between an experimental condition when an 80-Hz electric stimulus totally suppressed tinnitus (grey trace) and a control condition when a 200-Hz electric stimulus produced no effect on tinnitus (solid trace).
Time-frequency representations of cortical responses to a frequency change stimulus that were recorded at a frontal-center electrode, FCz (top panels) and a temporal electrode, CP5 (contralateral to the cochlear implant, bottom panels). Scale is relative to the pre-stimulus baseline as percent increases (red) and percent decreases (blue).

Figure 3.
Figure 4.
Comparison of alpha power (7–9 Hz) between tinnitus-present and tinnitus-suppressed states. The pre-stimulus baseline alpha activity was significantly reduced during tinnitus (significant clusters shown as white circles). The ratio of the pre-stimulus alpha power between the tinnitus-suppressed and tinnitus-present states is plotted topographically.