Title
2D phase-sensitive inversion recovery imaging to measure in vivo spinal cord gray and white matter areas in clinically feasible acquisition times

Permalink
https://escholarship.org/uc/item/53t4n46n

Authors
Papinutto, N
Schlaeger, R
Schlaeger, R
et al.

Publication Date
2014

DOI
10.1002/jmri.24819

Peer reviewed
2D Phase-Sensitive Inversion Recovery Imaging to Measure In Vivo Spinal Cord Gray and White Matter Areas in Clinically Feasible Acquisition Times

Nico Papinutto, PhD, Regina Schlaeger, MD, Valentina Panara, MD, Eduardo Caverzasi, MD, Sinyeob Ahn, PhD, Kevin J. Johnson, BA, RT, Alyssa H. Zhu, MS, William A. Stern, RT, Gerhard Laub, PhD, Stephen L. Hauser, MD, and Roland G. Henry, PhD

Purpose: To present and assess a procedure for measurement of spinal cord total cross-sectional areas (TCA) and gray matter (GM) areas based on phase-sensitive inversion recovery imaging (PSIR). In vivo assessment of spinal cord GM and white matter (WM) could become pivotal to study various neurological diseases, but it is challenging because of insufficient GM/WM contrast provided by conventional magnetic resonance imaging (MRI).

Materials and Methods: We acquired 2D PSIR images at 3T at each disc level of the spinal axis in 10 healthy subjects and measured TCA, cord diameters, WM and GM areas, and GM area/TCA ratios. Second, we investigated 32 healthy subjects at four selected levels (C2-C3, C3-C4, T8-T9, T9-T10, total acquisition time <8 min) and generated normative reference values of TCA and GM areas. We assessed test–retest, intra- and interoperator reliability of the acquisition strategy, and measurement steps.

Results: The measurement procedure based on 2D PSIR imaging allowed TCA and GM area assessments along the entire spinal cord axis. The tests we performed revealed high test–retest/intraoperator reliability (mean coefficient of variation [COV] at C2-C3: TCA = 0.41%, GM area = 2.75%) and interoperator reliability of the measurements (mean COV on the 4 levels: TCA = 0.44%, GM area = 4.20%; mean intraclass correlation coefficient: TCA = 0.998, GM area = 0.906).

Conclusion: 2D PSIR allows reliable in vivo assessment of spinal cord TCA, GM, and WM areas in clinically feasible acquisition times. The area measurements presented here are in agreement with previous MRI and postmortem studies.

J. MAGN. RESON. IMAGING 2014;00:000–000.

During the last two decades magnetic resonance imaging (MRI) of the human spinal cord has gained a fundamental role in the diagnosis and monitoring of various diseases including traumatic injuries, spondylotic myelopathy, vascular pathologies, tumors, and inflammatory diseases such as neuromyelitis optica (NMO) and multiple sclerosis (MS). Progressive disability in MS is thought to be driven by spinal cord involvement that may affect both the gray matter (GM) and white matter (WM) compartments. Demyelination, axonal and neuronal loss, and metabolic changes that may lead to disability in MS patients have been studied in vivo in the spinal cord using several quantitative MR techniques. However, the widespread clinical application of these promising MR techniques is still challenging due to the small dimension of the cord, susceptibility effects, and subject and physiological motion artifacts related to heartbeat and breathing. Therefore, with regard to MS and other cord-specific pathologies, conventional anatomical imaging remains by far the most widely used tool.

View this article online at wileyonlinelibrary.com. DOI: 10.1002/jmri.24819

Received Jul 15, 2014, Accepted for publication Nov 17, 2014.

*Address reprint requests to: N.P., University of California, San Francisco, Dept. of Neurology, San Francisco, CA 94143. E-mail: nico.papinutto@ucsf.edu
From the 1Department of Neurology, University of California San Francisco, San Francisco, California, USA; 2Department of Neurology, University of Basel, Basel, Switzerland; 3ITAB - Institute of Advanced Biomedical Technologies, University “G. D’Annunzio,” Chieti, Italy; 4Siemens Healthcare USA, San Francisco, California, USA; 5Bioengineering Graduate Group, University of California San Francisco, San Francisco and University of California Berkeley, Berkeley, California, USA; and 6Department of Radiology and Biomedical Imaging, University of California San Francisco, San Francisco, California, USA.

© 2014 Wiley Periodicals, Inc.
GM and WM compartment-specific morphometry of the spinal cord was precisely described in an autopsy series by Kameyama et al., based on 12 spinal cords without evidence of any nervous system disease. Their study provided anatomic descriptions and morphometric assessments at each spinal segment, including measurements of total cross-sectional areas (TCA), GM and WM areas, and transverse and sagittal diameters. However, earlier studies on brain autopsies suggested that the volumes of WM and GM compartments are influenced to a different extent by the fixation process. Therefore, the reported ex vivo morphometric assessments and proportions of the spinal cord GM and WM compartments may not agree with in vivo values.

Anatomical spinal cord imaging might greatly profit from a method that allows precise in vivo morphometric and compartment-specific assessments of the entire spinal cord axis.

Conventional contrast-based anatomical MR techniques, although still commonly used for MS and other spinal cord pathologies, provide limited spinal cord detail. Poor contrast between GM and WM from conventional clinical $T_1$- or $T_2$-weighted MRI and artifacts common to all spinal cord imaging modalities have impeded in vivo assessment of the spinal cord GM and WM compartments, especially in the thoracic levels. $T_2$-weighted MRI in healthy controls has mostly focused on TCA measurements of the entire spinal cord axis or cervical cord only. Recently, 3D gradient echo (GRE) or 2D multiecho GRE-based sequences have been used for in vivo compartment-specific assessments and for atlas constructions, as their $T_2^*$ weighting provides a good GM/WM contrast. However, since the quality of $T_2^*$ images is not always consistent, this modality is still not routinely and clinically used for precise in vivo morphometric and compartment-specific assessments of the entire spinal axis.

Since the first MRI experiments, it has been known that the ($T_1$-weighted) image contrast and signal-to-noise ratios can be enhanced by doubling the dynamic range of the longitudinal magnetization (ie, including both positive and negative values) by preserving the sign of the MR signal intensity in an inversion recovery sequence with a real reconstruction. An accurate real reconstruction of inversion recovery images, however, requires correction of phase errors artifacts that arise when restoring the magnetization polarity, and it is referred to as phase-sensitive inversion recovery (PSIR) imaging.

Different phase-correction strategies have been investigated in the past 30 years, including the acquisition of additional reference images, multiple IR acquisitions, and the estimation of phase from local statistics using various phase correction algorithms. The most commonly applied method in PSIR imaging achieves the magnetization polarity restoration by interleaving a reference scan into the regular image acquisition scans. Using this reference, phase variations caused by the system (the background phase modulation) are identified and removed from the original acquisition, allowing a correct restoration of the magnetization polarity.

PSIR imaging has been used in the brain in particular to monitor the progress of myelination and brain maturation, and to explore the myelination of cortical areas. The enhanced contrast offered by PSIR has also been found useful for improving the identification of deep GM structures such as the subthalamic nucleus and globus pallidus.

In the last few years, PSIR imaging gained increased interest regarding the detection of cortical lesions in MS, as PSIR imaging was shown to have a complementary or even alternative value to DIR (double inversion recovery) imaging, which is currently considered the standard sequence for cortical lesion detection.

Recently, two pilot studies applied the 3D PSIR technique to the cervical spinal cord of MS patients and demonstrated a very good contrast between spinal cord GM/WM and WM/CSF. One further study reported a high efficiency in MS lesion detection using sagittal PSIR in the cervical cord.

In this cross-sectional study we used 2D PSIR to quantitatively assess spinal cord TCA, WM and GM areas with three goals:

1) To assess the efficiency of the proposed acquisition and measurement procedure along the entire spinal cord axis with reference to the in vivo studies based on $T_2^*$ contrast and the anatomical postmortem data by Kameyama et al.

2) To provide normative values of TCA, GM areas, GM area/TCA ratio, and cord diameters at selected levels of the spinal cord representative of the upper cervical and lower thoracic portions, which could be routinely acquired in a clinically acceptable acquisition time of less than 2 minutes per level.

3) To assess the scan–rescan, intra- and interoperator reproducibility of the TCA and GM measurements of the procedure presented in this study.

**MATERIALS AND METHODS**

**MRI**

Thirty-two healthy subjects (14 men: mean ± SD [standard deviation] age 46.8 ± 13.4; 18 women: mean ± SD age 50.4 ± 15.1; total cohort: age 28–78; mean ± SD age 48.8 ± 14.3) underwent MRI scanning on a 3T whole-body system (Skyra, Siemens Medical Solutions, Erlangen, Germany) equipped with a 20-channel head/neck coil and a 32-channel spine coil. To minimize neck movement during the examination, each subject was provided with an MR-compatible cervical collar.

Research was performed in compliance with the Code of Ethics of the World Medical Association (Declaration of Helsinki),
and the Committee on Human Research of our institution approved the study protocol. All subjects provided written informed consent to participate in this study. None of the subjects had any history of psychiatric, neurological, or cognitive impairment.

2D PSIR imaging (pulse sequence diagram in Fig. 1) was performed on each participant with the following parameters: 0.78*0.78 mm² axial in-plane resolution, 5 mm slice thickness, 256 × 256 matrix size, TR/TE/TI = 4000/3.22/400 msec, flip angle = 10°, and 3 averages (acquisition time: 1:50 min per level). Two images were created by the scanner for each acquisition: one with a magnitude reconstruction and the other with a phase-sensitive reconstruction. The resolution of images, which is slightly lower than the resolution used in previous work based on T2* imaging, was chosen to minimize the acquisition time and make the procedure feasible in a clinical setting, whenever the selection of particular levels of the spinal cord can help in answering to specific clinical questions. Standard T2-weighted sagittal images of the cervical and thoracic portions of the cord were also acquired and used for the correct positioning of the 2D PSIR acquisitions.

For in vivo quantification, precise anatomical description of the GM and WM compartments along the entire spinal cord axis and their comparison to postmortem data and other reported MRI data, we first focused the assessments on 10 younger subjects with a homogenous gender and age distribution (five men and five women, mean age ± SD 37.7 ± 7.5 years). In this group PSIR acquisitions were repeated at all disc spaces along the entire spinal cord axis from C1-C2 down to the medullary conus (T12-L1) using the vertebral disc as reference and positioning the slices perpendicular to the spinal cord. Second, we extended the sample to 32 participants, but restricted the acquisition and analysis to four levels: C2-C3, C3-C4, T8-T9, and T9-T10 (nominal cord diameter 8 mm, number of shape coefficients 24, order of longitudinal variation 12). The marker requested by the toolkit was positioned on the mid-sagittal WM, directly posterior to the gray commissure.

A neuroradiologist with 5 years of experience (V.P) manually segmented the GM area three times using Jim. The average GM area was calculated. The spinal cord WM area was calculated as the difference between the TCA and the average GM area. An example of the acquisition prescription and TCA and GM segmentation of a representative subject are shown in Fig. 2. Two orthogonal lengths of the cord were measured with Jim using the boundary of the total cord delineated with the semiautomated method as a reference: the sagittal diameter was defined as the measure of the region of interest (ROI) in the mid-sagittal line, while the transverse diameter was defined as the largest dimension of the cord perpendicular to the mid-sagittal line.

**Evaluation of Reproducibility and Contrast-to-Noise Ratio**

A series of experiments was performed to evaluate the reproducibility and precision of the area measurements and the contrast-to-noise ratio (CNR) of images as follows.

**EXPERIMENT A.** Scan–rescan intra- and interoperator reproducibility of the TCA and GM area measurements were evaluated. Four separate scans were performed on a single healthy subject at the C2-C3 and C3-C4 level with full repositioning between scans. The TCA of the cord at these levels was measured by three different operators (N.P., MRI physicist with 10 years of experience in neuroradiology, V.P., neuroradiologist with 5 years of experience, and R.S., neurologist with 10 years of experience) using the software Jim semi-automatically on the four separate acquisitions. GM areas were measured at these levels by two experienced operators (V.P., R.S.). Intraoperator reproducibility was assessed by calculating the coefficient of variation (COV = standard deviation/mean of the values) across the four scan–rescan samples per operator. Interoperator reproducibility was assessed using the COV across operators on each of the four acquisitions; these four coefficients were then averaged.

**EXPERIMENT B.** For 8 healthy subjects (25% of the whole cohort) the cord TCAs were independently measured at the C2-C3, C3-C4, T8-T9, T9-T10 levels by three operators (N.P., V.P., and R.S.) to provide interoperator reliability for cervical and thoracic cord levels. GM areas at the four disc levels of these subjects were independently measured by V.P. and R.S. Interoperator reliability of the measurements was calculated as COV and as single measures intraclass correlation coefficients (ICC).
EXPERIMENT C. For 10 healthy subjects the CNR for CSF/WM and for WM/GM tissues was calculated on the images acquired at the C2-C3 level.

CNR between tissue 1 and tissue 2 was defined as
\[ \text{CNR}_{12} = \frac{|S_1 - S_2|}{\text{BN}}, \]
where \( S_1 \) and \( S_2 \) were the average signals in two identical 2 x 2 voxels square ROIs positioned on the tissues and BN was the standard deviation of the signal measured in an ROI of 100 mm\(^2\) area outside the neck, away from imaging artifacts (background noise [BN]).

The GM ROI was positioned on the anterior horn, the WM ROI on the lateral column.

Statistical Analysis
Statistical analysis was performed using IBM SPSS Statistics (v. 21, 2012, IBM, Armonk, NY) and JMP Statistics (www.jmp.com, v. 11, SAS Institute, Cary, NC). In the full cohort of 32 controls, the values of TCA, GM, WM area, and GM area/TCA at all four levels were assessed for normality of the distribution of data using the Shapiro-Wilk W tests.

Correlations of TCA and GM areas among the four levels were investigated by calculating Pearson product-moment correlation coefficients.

RESULTS
Evaluation of Reproducibility and CNR

EXPERIMENT A: INTRA- AND INTEROPERATOR REPRODUCIBILITY OF CORD AREA MEASUREMENTS FROM SCAN–RESCAN ACQUISITIONS (TABLE 1). For the four test–retest acquisitions at the C2-C3 level, TCA intraoperator reproducibility COVs for the three operators were 0.40%, 0.51%, and 0.32% (mean: 0.41%). GM area intraoperator reproducibility COVs for the two operators were 2.17% and 3.33% (mean: 2.75%). The average of interoperator COV for the different operators across the four acquisitions was 0.25% for TCA, and 0.90% for GM areas. At the C3-C4 level TCA intraoperator reproducibility COVs for the three operators were 1.86%, 1.85%, and 2.62% (mean: 2.11%). GM area intraoperator reproducibility COVs for the two operators were 2.40% and 2.71% (mean: 2.55%). The average of interoperator COV for the different operators across the four acquisitions was 0.40% for TCA, and 2.60% for GM area. The higher intra- compared to interoperator variability suggests that the difference of semiautomatic segmentation across operators for the area measurement is contributing less to the overall test–retest reproducibility than the variability from the repositioning of the subject in the scanner and the positioning of the acquired slice.

EXPERIMENT B: INTEROPERATOR RELIABILITY (TABLE 2). On the eight subjects the interoperator COVs for the TCA at C2-C3, C3-C4, T8-T9, and T9-T10 levels were 0.35%, 0.25%, 0.43%, and 0.71%, respectively (mean on the levels: 0.44%). The single measures ICCs at the four levels for TCA were 0.999, 0.998, 0.996, and 0.998, respectively (mean on the levels: 0.998). For the GM area on the eight subjects the values of interoperator COVs at the four levels were 3.18%, 3.99%, 5.90% and 3.72% (mean on the levels: 4.20%), and the single measures ICCs were 0.916, 0.888, 0.908, and 0.912, respectively (mean on the levels: 0.906).

| Table 1. Experiment A: Scan-Rescan Intraoperator Reproducibility |
|---------------------|---------------------|
|                    | TCA     | GM      |
| C2-C3               | C3-C4   | C2-C3   | C3-C4   |
| Operator 1          | 0.4%    | 1.86%   |
| Operator 2          | 0.51%   | 1.85%   | 2.17%   | 2.40%   |
| Operator 3          | 0.32%   | 2.62%   | 3.33%   | 2.71%   |
| Mean                | 0.41%   | 2.11%   | 2.75%   | 2.55%   |

Scan-rescan intraoperator reproducibility coefficient of variation (COV) for the total cross-sectional area (TCA) and gray matter area (GM) measurements in the 4 times repeated acquisition at the C2-C3 and C3-C4 levels.
**TABLE 2. Experiment B: Interoperator Reliability**

<table>
<thead>
<tr>
<th></th>
<th>TCA</th>
<th></th>
<th></th>
<th></th>
<th>GM</th>
<th></th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>C2-C3</td>
<td>C3-C4</td>
<td>T8-T9</td>
<td>T9-T10</td>
<td>C2-C3</td>
<td>C3-C4</td>
<td>T8-T9</td>
<td>T9-T10</td>
</tr>
<tr>
<td>COV</td>
<td>0.35%</td>
<td>0.25%</td>
<td>0.43%</td>
<td>0.71%</td>
<td>3.18%</td>
<td>3.99%</td>
<td>5.90%</td>
<td>3.72%</td>
</tr>
<tr>
<td>ICC</td>
<td>0.999</td>
<td>0.998</td>
<td>0.996</td>
<td>0.998</td>
<td>0.916</td>
<td>0.888</td>
<td>0.912</td>
<td>0.906</td>
</tr>
</tbody>
</table>

Interoperator reliability coefficient of variation (COV) and intraclass correlation coefficient (ICC) for the total cross-sectional area (TCA) and gray matter area (GM) measurements on eight subjects at the C2-C3, C3-C4, T8-T9, and T9-T10 levels.

**EXPERIMENT C.** The average CNR for 10 subjects (mean ± SD) was 44.52 ± 13.74 for CSF/WM and 15.19 ± 5.09 for WM/GM.

**Area and Metric Measurements**

In all 32 subjects images obtained at the four spinal cord levels were evaluated by N.P. (MRI physicist with 10 years of experience in neuroimaging), V.P. (neuroradiologist with 5 years of experience), and R.S. (neurologist with 10 years of experience) and judged as having a good GM/WM contrast. For two subjects who underwent image acquisition at the beginning of the study the two thoracic levels were not acquired. In the subgroup of 10 subjects on which the entire spinal cord axis was acquired, the quality of the images was assessed by V.P. and R.S. and was found to be good at the cervical levels and the lower thoracic/lumbar levels, while at the mid thoracic levels (indicatively from T1-T2 to T7-T8) the quality was found to be sometimes suboptimal. However, it was sufficient for a GM delineation and TCA calculation.

As a demonstration of the technique, Fig. 3 shows the PSIR images acquired at six levels along the entire spinal cord axis in a representative single subject.

The shape of the GM structure differed along the cord as reported in postmortem anatomic descriptions. GM was approximately "M" shaped in the top cervical and central thoracic levels, "π" shaped in the lower cervical and upper thoracic levels, and "X" shaped at the lumbar levels just above the conus.

Cord measures are summarized in Table 3, where spinal cord levels acquired for all 32 subjects are shown in gray while other lines only refer to the 10 subjects whose entire spinal cord axis was imaged. At the four selected levels TCA, WM, GM area, and the GM area/TCA ratio were normally distributed on the entire cohort, with the only exception of GM area at the T8-T9 level.

From the measurements of the TCA and GM areas along the entire spinal cord axis, two maxima for the TCA and GM area represent the cervical and lumbar enlargements of the spinal cord and they are caused by increased neural input and output to the upper and lower limbs, respectively. The two enlargements are separated from T1-T2 to T9-T10 by a plateau (Fig. 4a,b). A relatively stable GM area/TCA ratio for most of the cervical and thoracic cord levels and a remarkable increase at the lower thoracic levels suggest a main contribution of GM to the lumbar enlargement, reflecting the decreasing number of ascending and descending WM tracts at the more caudal portions of the cord (Fig. 4e).

Similar to the results of the TCA and the GM areas, the transverse diameter showed an absolute maximum at the disc level C4-C5 and a second smaller peak around T11-T12 (Fig. 4c). The sagittal diameter was found to be approximately constant across the cord, with two relatively small local maxima at C1-C2 and at T11-T12 (Fig. 4d). The ratio between the two diameters was highest around C4-C5, where the transverse diameter was about double than the sagittal diameter. In the thoracic spine down to the lower levels, instead, the shape of the cord was more rounded, with the transverse diameter remarkably diminishing if compared with the cervical levels, and the sagittal diameter almost constant (Fig. 4f). The transverse diameter was found to have slightly less variability across subjects compared to the sagittal diameter (see Fig. 4 and SDs/mean values in Table 3).

TCAs normalized to the T8-T9 and C2-C3 TCA values (Fig. 4g,h, respectively) for each subject are shown at the bottom of Fig. 4. These in vivo results are in agreement with the effects of normalization described by Kameyama et al. Values normalized to C2-C3 are also reported in the last column of Table 3.

Average group results for TCA, GM, and WM areas across the entire spinal cord axis are shown in Fig. 5. Like in Table 3, the data reported here are based on 32 subjects at the C2-C3, C3-C4, T8-T9, and T9-T10 disc levels and on 10 subjects at all other levels.

**Cord Measures Associations Within the Cord**

The associations among TCA and GM area values at the four different levels (C2-C3, C3-C4, T8-T9, T9-T10) are
DISCUSSION

The goals of this cross-sectional study were three-fold. First, we wanted to assess if the in vivo MR acquisition and measurement procedure based on 2D phase-sensitive inversion recovery imaging that we present allows in vivo quantification and anatomical description of the GM and WM compartments at each disc level along the entire spinal cord axis. In the 10 subjects we were able to acquire good-quality images at all levels of the spinal cord. The GM/WM and WM/CSF contrasts was generally good and sufficient to segment and measure TCA, GM area, and cord diameters at each of the acquired levels from disc level C1-C2 down to the medullary conus (T12-L1) in each subject. By comparing the results with a previous postmortem study\(^{18}\) we showed that our procedure enables accurate morphological and quantitative exploration of the entire spinal cord axis. The TCA values and diameters of the spinal cord that we measured are larger than the values reported by Kato et al\(^{23}\) by using \(T_2\)-weighted images. As only few details of the measurements and methods were provided in that article, it is difficult to perform a fair comparison. However, in general one can assume that the differences might be due to a different definition of the cord boundary on images with different contrast and resolution, or perhaps to effects inherent to the different populations under investigation. Our results of GM area, TCA, GM area/TCA, diameters are instead very similar to the data reported in studies based on \(T_2^*\) acquisition techniques.\(^{14,24–28}\)

Second, we applied this method to explore four selected cord levels in an extended cohort of 32 healthy subjects, providing a set of normative values of the different metrics obtainable with the 2D PSIR. The quality of images at the four levels allowed TCA and GM area measurements with high test–retest, intraoperator, and interoperator reliability. In particular at the C2-C3 and T9-T10 levels, the quality of images, COV, and ICC were particularly good, suggesting that these two levels are the best candidates to represent the cervical and low thoracic portion of the spinal cord in a clinically feasible acquisition time of less than 4 minutes.

The TCA values and diameters of the spinal cord that we measured are larger than the values reported by Kato et al\(^{23}\) by using \(T_2\)-weighted images. As only few details of the measurements and methods were provided in that article, it is difficult to perform a fair comparison. However, in general one can assume that the differences might be due to a different definition of the cord boundary on images with different contrast and resolution, or perhaps to effects inherent to the different populations under investigation. Our results of GM area, TCA, GM area/TCA, diameters are instead very similar to the data reported in studies based on a \(T_2^*\) acquisition (see for example, table 4 in Ref. 24, fig. 6 in Ref. 25 and fig. 4 in Ref. 28). However, while the scan–rescan, intra- and interoperator reproducibility of TCA measurements obtained with the presented procedure were very similar to the ones reported with the \(T_2^*\) based acquisitions,\(^{14}\) the scan–rescan, intra- and interoperator reproducibility of GM area

---

**Figure 3:** Six illustrative magnitude (left) and phase-sensitive reconstructed images (right) of spinal cord levels acquired on a healthy control. [Color figure can be viewed in the online issue, which is available at wileyonlinelibrary.com.]
GM/cord area ratios at the lower thoracic levels with other-and lower limbs, respectively). The relative increase of the areas of increased neural input and output to the upper imma representing the cervical and lumbar enlargements. These curves are generally characterized by two maxima representing the cervical and lumbar enlargements (areas of increased neural input and output to the upper and lower limbs, respectively). The relative increase of the GM/cord area ratios at the lower thoracic levels with otherwise relatively stable GM/cord area ratios suggests a main contribution of GM to the lumbar enlargement, reflecting the decreasing number of ascending and descending WM tracts at the more caudal portions of the cord. In agreement with the postmortem measurements by Kameyama et al, the GM/cord area ratio at the cervical enlargement did not substantially increase in comparison with the more rostral levels. This finding is indicative of a concomitant contribution of both WM and GM to the cervical enlargement.

In agreement with previous reports based on $T_2^*$-weighted imaging, the in vivo TCAs in this study exceeded the corresponding postmortem measurements by Kameyama et al by about 30–35%, GM areas even by 50–60% at some cord levels. These findings suggest that the fixation-related shrinkage affects spinal cord WM and GM in different ways, as described in brain tissues by Kretschmann et al. Therefore, inferences on compartment-specific cord atrophy based on postmortem studies have to be made with caution.

<table>
<thead>
<tr>
<th>TABLE 3. Average Morphometric Results</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Cord level</strong></td>
</tr>
<tr>
<td>-------------</td>
</tr>
<tr>
<td>C1–2</td>
</tr>
<tr>
<td>C2–3</td>
</tr>
<tr>
<td>C3–4</td>
</tr>
<tr>
<td>C4–5</td>
</tr>
<tr>
<td>C5–6</td>
</tr>
<tr>
<td>C6–7</td>
</tr>
<tr>
<td>C7–T1</td>
</tr>
<tr>
<td>T1–2</td>
</tr>
<tr>
<td>T2–3</td>
</tr>
<tr>
<td>T3–4</td>
</tr>
<tr>
<td>T4–5</td>
</tr>
<tr>
<td>T5–6</td>
</tr>
<tr>
<td>T6–7</td>
</tr>
<tr>
<td>T7–8</td>
</tr>
<tr>
<td>T8–9</td>
</tr>
<tr>
<td>T9–10</td>
</tr>
<tr>
<td>T10–11</td>
</tr>
<tr>
<td>T11–12</td>
</tr>
<tr>
<td>T12-L1</td>
</tr>
</tbody>
</table>

TCA: total cross-sectional area; GM: gray matter area; TCA/C2-C3: total cross-sectional area normalized to the C2-C3 level. Levels acquired for all 32 subjects are shown in gray while other lines refer only to the 10 subjects whose entire spinal cord axis was explored.
Kameyama et al.\textsuperscript{18} expressed the idea that "any segment in an individual is calculable from measurement of a single normal segment," and they tested it in particular with reference to C2-C3. Our data support this statement: TCA and GM area values showed strong correlations among the four measured levels. Moreover, normalization of TCA to the C2-C3 level had markedly reduced variability. The normalization to the C2-C3 level, for example, reduced the %RSD (ratios of the group standard deviation and the respective means) at all levels (20% average reduction from C1–2 to T10–11).
The strong correlations between adjacent cervical and adjacent thoracic levels further suggests that a selection of just the C2-C3 and T9-T10 levels (where measurements showed the highest precision) might be the most informative and efficient with a total acquisition time of less than 4 minutes.

### TABLE 4. Associations of Total Cross-Sectional and Gray Matter Areas Values at the Four Different Levels

<table>
<thead>
<tr>
<th></th>
<th>C2-C3 TCA</th>
<th>C3-C4 TCA</th>
<th>T8-T9 TCA</th>
<th>T9-T10 TCA</th>
<th>C2-C3 GM</th>
<th>C3-C4 GM</th>
<th>T8-T9 GM</th>
<th>T9-T10 GM</th>
</tr>
</thead>
<tbody>
<tr>
<td>C2-C3</td>
<td>1</td>
<td>0.65</td>
<td>0.89</td>
<td>0.74</td>
<td>0.65</td>
<td>0.63</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>(&lt;0.001)</td>
<td>(&lt;0.001)</td>
<td>(&lt;0.001)</td>
<td>(&lt;0.001)</td>
<td>(0.002)</td>
<td>(0.001)</td>
<td>(0.001)</td>
<td>(0.001)</td>
</tr>
<tr>
<td>C3-C4</td>
<td>1</td>
<td>0.51</td>
<td>0.58</td>
<td>0.68</td>
<td>0.59</td>
<td>0.52</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>(0.003)</td>
<td>(0.001)</td>
<td>(&lt;0.001)</td>
<td>(0.041)</td>
<td>(0.001)</td>
<td>(0.004)</td>
<td></td>
<td></td>
</tr>
<tr>
<td>T8-T9</td>
<td>1</td>
<td>0.62</td>
<td>0.63</td>
<td>0.57</td>
<td>0.54</td>
<td>0.57</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>(&lt;0.001)</td>
<td>(&lt;0.001)</td>
<td>(&lt;0.001)</td>
<td>(0.001)</td>
<td>(0.002)</td>
<td>(0.001)</td>
<td></td>
<td></td>
</tr>
<tr>
<td>T9-T10</td>
<td>1</td>
<td>0.49</td>
<td>0.89</td>
<td>0.63</td>
<td>0.49</td>
<td>0.63</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>(0.006)</td>
<td>(&lt;0.001)</td>
<td>(&lt;0.001)</td>
<td>(0.006)</td>
<td>(&lt;0.001)</td>
<td>(0.001)</td>
<td></td>
<td></td>
</tr>
<tr>
<td>GM</td>
<td>1</td>
<td>0.74</td>
<td>0.89</td>
<td>0.63</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>(&lt;0.001)</td>
<td>(&lt;0.001)</td>
<td>(&lt;0.001)</td>
<td>(&lt;0.001)</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

Pearson coefficients and respective P values (reported in parentheses) for the relationships of total cross-sectional area (TCA) and gray matter (GM) area in the cohort of 32 subjects at the C2-C3, C3-C4, T8-T9, and T9-T10 disc levels. Statistically significant values are reported in bold.
Limitations of the current study include the relatively small number of subjects who underwent the entire spinal cord axis protocol, as this part of the study was intended to be explorative. Based on the entire spinal cord axis observations we selected four levels, in order to enhance applicability in larger cohorts and examined these levels in a larger cohort. A further major limitation of the study is that the GM area was segmented manually, as a fully automated method is not yet available. All the tools we tested require substantial manual corrections and careful supervision of results by the operator. We therefore decided to test the fully manual method with ROIs delineated by neuroradiology experts. As both the inter- and intraoperator reliabilities were high, the GM areas in the larger cohort were delineated by a single operator.

Finally, since the method was tested in vivo and not on a true reference standard with known values, its accuracy has to be further investigated.

In conclusion, we present a novel MRI quantitative procedure based on a 2D phase-sensitive inversion recovery imaging, which allows in vivo characterization of the spinal cord GM and WM compartments at selected levels with high precision and reliability and in clinically feasible acquisition times. We suggest that 2D PSIR imaging could be routinely used to explore cervical and thoracic selected levels in less than 2 minutes per level. The values obtained in this study from healthy controls might be applicable to future disease and healthy controls studies. Distinct assessments of GM and WM compartments may be pivotal for the understanding of the pathological mechanism leading to cord atrophy in various neurological diseases.

ACKNOWLEDGMENTS
The authors thank Refujia Gomez, Caroline Ciocca, Rachel Kanner, and Alan Evangelista for help with data acquisition and/or data management. R.S. was funded by the Swiss MS Society and the Gottfried and Julia Bangert-Rhyner Foundation, Switzerland. This research was supported by the National Institutes of Health (R01 NS049477; 1U19A1067152), and the National Multiple Sclerosis Society (RG 2899-D11).

CONFLICT OF INTEREST
S.L.H. currently serves on the scientific advisory boards of Symbiotix and Bionure.

REFERENCES