Lawrence Berkeley National Laboratory
Recent Work

Title
A Modern Harmonic Error Analysis Measurement System for Dipole and Quadrupole Magnets at Lawrence Berkeley Laboratory

Permalink
https://escholarship.org/uc/item/79f8w3m9

Authors
Barale, P.J.
Green, M.I.
Greiman, W.
et al.

Publication Date
1993

In 1987 (1), we reported on the computerized harmonic-error analysis system at LBL. This paper describes the hardware and software of our new UNIX/VME based system. Error harmonics can be detected using rotating coil arrays feeding either digital integrators or DVM's. The coil arrays can be configured for either digital or analog bucking. The results of each measurement are displayed numerically and graphically in real time. Data acquisition, processing and display can take as little as 7 seconds. Accuracy, precision and resolution will be discussed, and measurement techniques will be described.

*This work was supported by the Director, Office of Energy Research, Office of High Energy and Nuclear Physics, High Energy Physics Division, U.S. DOE, under contract DE-AC03-76SF00098.

1 Magnetic Measurement System for Harmonic Analysis of LBL SSC Model Dipoles and Quadrupoles, M.I. Green et al, MT10, Sept. 1987

Category: 15
Corresponding author: Paul Barale
Lawrence Berkeley Laboratory
1 Cyclotron Road, MS 7/222
Berkeley, CA 94720
USA

Telephone: (510)486-7490
Telefax: (510)486-4747
InterNet E-Mail: pjbarale@lbl.gov